1 MNAQ

LABORATUVARIARI

Notified Body Number: 2841

EU Type-Examination Certificate

Certificate No + 115-20-01
Certification Date / Certificate Validity Date : 08.01.2021-08.01.2026
Dacument Validity Period : 5 Years
Company Name and Address : CARINE EUROPE GmbH
AmmannstraBe 12, 86167 Augsburg, Germany
Product Name / Models : CRM-IGA-400
Directive 1 2016/425 REGULATION
Module / Category SMODULE B CATEGORY 1]
Test Report No : MNA M-2020-00575, BUTEKOM 2021-0025

Product Type:

-

EN [SO 13688 Protective clothing - General requirenients

EN 14605 +A1 Protective clothing against liquud chemicols (Type PR 3-R)

EN 14126 Protective Clothing - Performance Requirements And Tests Methods For Protective Clothing Agamst
Infective Agents

EN 1149-5 Protective clothing - Electrostatic properties

Product Material Information: CRA-IGA-400 model producis are manufactured using coated fabric.

Volkan AKIN Okan AKEL
08.01.2021 08.01.2021
Approver General manager

W

MNA Laboratuvarlari San. Tic.ktd .St
Adres: KiigiikbakkalkGy Mahallesi Yenidogan Cad.No:21 Atasehir/ istanbul
Tel: 0216 574 07 08 Faks: 0216 575 13 31 www.mnalab.com
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Notified Body Number: 2841
ATTACHMENTS (115-20-01)

MNA LABORATORIES SAN. TIC. LTD. STl declares that the above-mentioned product meets the

requirements of the directive according to the EU Dircctive 2016/425. the safety of the product is
covered by the conditions and use specified in this certificate and in the technical file.

I PRODUCT PICTURES

|

[DOCUMENTS IN THE TECHNICAL FILE . |
- Basic Health Safety Requirements

Risk Assessment
Test Reports
Technical Report

.[

MNA Laboratuvarlar San. Tic.Ltd .5t
Adres: Kiigiikbakkalkoy Mahallesi Yenidogan Cad.No:21 Atasehir/ istanbut

Tel: 0216 574 07 08 Faks: 0216 575 13 31 www.mnalab com
U-Form-002/Rav.04/12.03.2020
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Notified Body Number: 2841

ATTACHMENTS (115-20-01)
To certify the PPE product at Category 11l level, C2 or D module is accompanied by applying one of

the conformity assessment methods along with the EU Type Examination (Module B).

Model : CRM-1GA-400

PPE SPECIFICATION

PERFORMANCE LEVELS

| Classification

1L

Type PB 3-B

| Abrasion Resistance

|

1

|

|

_
]

Tear Resistance (Trapezoidal) P\ | 2 o
Tensile Strength - __- _Il_ 1
Puncture RL;}iSIHIICL‘ A F_ || 1 .
[Ciquid Repellency L |l NaOH: 3, 1,50 3
[ Resistance To Penctration By Liquid T NaOH: 3, 1L.S0; 3
Flex Cracking Resistance Il 1 .
Seam Strength . o |l 2 =
W | NaOH: 2
'mohinl Penetration - __Il_ B s %

I Phi-X 174 Bacteriophage

==

-
3

W

| Half Decay Time (1. s)

=

ﬂ

0.05

I_S]mldm;,l actor, S

L

0,28

- |1 (1 | ||

_
PPF produced as a single unit to fit an mdlwdual user, all the nccessary instructions for manuf'lcmrm;:
such PPE on the basis of the approved basic model;

MARKING

PPE TYPE:

T\I ANUFACTURER: AYDAG TEDAVI ve SAGLIK HiZ. SAN. ve TiC. A. S

- ENISO 13688 Proicctive clothing - General requirements
- EN14605+A1 Protective clothing against liquid chemicals (Type PB 3-B)

- EN 14126 Protective clothing - Performance requirements and tests methods for protective
clothing against infective agents
EN 1149-5 Protective clothing - Electrostatic properties
MODhL CRM-IGA-400 57 gr Non Wowen Fabric (35 Non Woven + 20gr PE Film 1 2gr Hotmelt)

EN ISO 13688
EN 14605+ Al (Type PB 3-B)
EN 14126
EN 11495

“Do not re-use”

PRODUCT SIZE: §, M, L, XL, 2XL
PICTOGRAM AND PERFORMANCE LEVELS:

ce i (J &) 4

NB 2841

“Flammable material. Keep away from fire.”

Type PB 3-B

MNA Laboratuvarlan

San. Tic.Ltd .5ti

Adres: Kilgiikbakkalkdy Mahallesi Yenidogan Cad.No:21 Atasehir/ istanbul
Tel: 0216 574 07 08 Faks: 0216 575 13 31 www.mnalab com

U-Form-002/Rev.04/12.03.2020
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' AB-1183-T

AB-1183-T
M-2020-00575
MNA LABORATORIES 07.12.2020
TEST REPORT
Report No: M-2020-00575 Date: 07.12.2020 Page: 1417 Rev:
Purpese of Analysis : SPECIAL REQUEST Brand :CARINE
Sample Type PROTECTIVE GOWN Model : CRM-IGA-400
Sample Send Org. AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.AS Sampler : CUSTOMER
Manufacturer Name AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.8
Analysis Date 30.11.2020
Sample Quantity : 20 pieces
Other informations
Nol Tests Results Limit Value Method Evaluation Physical
Condition
1 10 {Cycle} >10 Cycle BS EN 14325 Part4.4
2 10 {Cycle) >10 Cycle BSEN 14325 Part4.4
. . PERFORMANC
Abrasion Resistance
E LEVEL:1
3 10 {Cycle) >10 Cycle BS EN 14325 Part 4.4
4 10 {Cycle) >10 Cycle BS EN 14325 Part 4.4
ENISO 9073-4+ BS EN 14325
5 38,21 {Newton} >20N Part4.7
ENISO 9073-4+ BS EN 14325
6 38,10{Newton} >20N parta.7
v 41,44 (Newton) 520 N EN SO 9073-4+ BS EN 14325
Partd.7
EN SO 9073-4+ BS EN 14325
8 41,61 {Newton) >20N part4.7
a 37,76 (Newton) 530 N EN tSO 9073-4+ BS EN 14325
Tear Resistance- Part4.7 PERFORMANC
Trapezoidal - E LEVEL:2
10 p 84,54 {Newton) >20 N ENISQ 9073-4+ BS EN 14325
Part4.7
EN ESO 9073-4+ BS EN 14325
11 83,91 (Newton) »20 N Part4.7
EN IS0 9073-4+ BS EN 14325
12 86,49 {Newicn) »>20N parta.7
EN ISO 9073-4+ BS EN 24325
13 84,27 (Newton) >20N Part4.7
14 85,11 [Newton) 220 N ENISO 9073-4+ BS EN 14325
Part4.7
15 5,42 (Newton) S5 N EN 863+ BS EN 14325 Part
4.10
" EN 863+ BS EN 14325 Part PERFORMANC
16 | Puncture Resistance 7,57 (Newton) >5N 4.10 E LEVEL:1
17 5,32 (Newton) 55N EN B63+ BS4E1I\:)14325 Part

FRM:23/rev.02/09.08.2019

Kiagikbakkalkty Mahallesi Yenidogan Caddesi No: 21 Atasehir Istanbul
infe@mnalab.comtel: 02165740708 faks: 02165751331
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TURKAR

| AB-1183-T i

AB-1183-T

M-2020-00575

MNA LABORATORIES 07.12.2020
TEST REPORT
Report No: M-2020-00575 Date:  07.12.2020 Page: 217 Rev:

Purpose of Analysis
Sample Type
Sample Send Org.
Manufacturer Name
Analysis Date
Sample Quantity
Other informations

SPECIAL REQUEST
PROTECTIVE GOWN

: AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.S
: AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.S

30.11.2020

20 pieces

Brand : CARINE
Model :CRM-IGA-400

Sampler : CUSTOMER

EN 863+ BS EN 14325 Part PERFORMANC
P Resi
18 | Puncture Resistance 5,51 {Newton} »>5N 410 £ LEVEL:L
. . ENISO 7854+ BSEN 14325 PERFORMANC
19| Flex Cracking Resistance 500 {Cycle) >500 Cycle Part4.5 E LEVEL:
ENISO 6530+ BSEN 14325
Penetration 0,5 (%} <1%
Part4.12,13 PERFORMANC
Penetration by Liquids- EN IS0 6530+ BS EN 14325 ELEVEL:3
20
Sulphuric Acid Repellency | 98,1(%) >0 % Part4.12,13
i ENISO 65304+ BSEN 14325
Absarption - (%) Part4.12,13 -
ENISO 6530+ BSEN 14325
Penetration 0,3 (%) <1%
Part4.12,13 PERFORMANC
Penetration by Liquids- EN SO 6530+ BSEN 14325 E LEVEL:3
- Sodium Hydroxide Repeliency 99,2(%) O Part4.12,13
. ENISO 6530+ BSEN 14325
Absorption - (%) Part4.12,13 -
1. plate 2 15022610:2018 + TSEN 14126
o] {Colony) Part4.1.4.2
2. plate 3 150 22610:2018 + TSEN 14126
83 {Colony) Part4.1.4.2
5 150 22610:2018 + TSEN 14126
3. plate
{Colony} Partd,1.4.2
2 ;";ilf:;gﬂ‘(’l comptell |ptate 3 IS0 22610:2018+ TS EN 14126
il o5 {Colony} Part4.1.4.2
5 1SO 22610:2018 + TSEN 14126
5. plate
{Colony} Part4.1.4.2
€. plate - 150 22610:2018 + TSEN 141256
pL] {Colony Partd.1.4.2
1
%Penetration | 0,16 (%) 1S0 22610:2018 + TS EN 14126 R

Part4.1.4.2

FRM:23/rev.02/09.08.2019

Kiglkbakkalkéy Mahallesi Yenidogan Caddesi No: 21 Atasehir [stanbul
info@mnalab.comtel: 02165740708 faks: 02165751331
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52 Tust 4
f 15 ENISONEC 17025,

AB-1183-T |
AB-1183-T
M-2020-00575
MNA LABORATORIES 07.12.2020
TEST REPORT

Report No: M-2020-00575 Date: 07.12.2020 Page: 3 /7 Rev:

Purpose of Analysis : SPECIAL REQUEST Brand : CARINE

Sample Type : PROTECTIVE GOWN Model : CRM-IGA-400

Sample Send Org. : AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.S Sampler : CUSTOMER

Manufacturer Name : AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.§

Analysis Date : 30.11.2020

Sample Quantity : 20 pieces

Other informations

1. plate 2 150 22610:2018 + TSEN 14126
- {Cotony) Parta.1.4.2
2. plate 6 1SO 22610:2018 + TSEN 14126
. (Colony} Part4.1.4.2
3. plate 5 1S022610:2018 + TSEN 14126
oF {Colony) Part4.1.4.2
e :Zilff;ﬁi::?; N 4 10 22610:2018+ TS EN 14126
’ P L {Colony) Part4.1.4.2
5. plate 5 1S022610:2018 + TSEN 14126
P {Colony) Part4.1.4.2
- 1S0 22610:2018 + TSEN 14126
6. plate

{Colony Part4.1.4.2
1

1S0 22610:2018 + TSEN 1412
% Penetration | 0,20 (%) 5 6 =

Part4.1.4.2
1. plate 3 1S0 22610:2018 + TSEN 14126
P {Colony) Part4.1.4.2
2. plate 5 1S0 22610:2018 + TSEN 14126
L {Colony) Part4.1.4.2
3. plate 6 150 22610:2018 + TSEN 14126
Wet Bacterial ’ {Colony) Part4.1.4.2
24 | Penetration(3. sample)
4. plate 6 150 22610:2018 + TSEN 14126
L {Colony) Part4.1.4.2
6 15022610:2018+ TSEN 14126
5. plate
{Colony) Part4.1.4.2
- 150 22610:2018+ TSEN 14126
6. plate

{Colony Part4.1.4.2

1

FRM:23/rev.02/09.08.2019

Kiigilkbakkalkéy Mahallesi Yenidogan Caddesi No: 21 Atasehir istanbul
info@mnalah.com tel: 02165740708 faks: 02165751331
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| AB-1183-T i

AB-1183-T

M-2020-00575

MNA LABORATORIES 07.12.2020
TEST REPORT

Report No: M-2020-00575 Date: 07.12.2020 Page: 4 17 Rev:
Purpose of Analysis : SPECIAL REQUEST Brand :CARINE

Sample Type : PROTECTIVE GOWN Model : CRM-IGA-400
Sample Send Org. : AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.S Sampler : CUSTOMER
Manufacturer Name : AYDAG TEDAVI VE SAGLIK HIZ. SAN.TIC.A.S

Analysis Date 1 30.11.2020

Sample Quantity : 20 pieces

Other informations

Wet Bacterial
150 22610:2018 + TSEN
24 | Penetration(3. sample) % Penetration | 0,24{%) =0 e -

Part4.1.4.2
1. plate 2 1S0 22610:2018 + TSEN 14126
P (Colony) Part4.1.4.2
2. plate 5 15022610:2018+ TSEN 14126
og {Colony) Part4.1.4.2
4 I1SO 22610:2018+ TSEN 14126
3. plate
{Colony} Part4.1.4.2
25 :zizs::,;i:?i sample) 4. plate 5 1SQ 22610:2018+ TSEN 14126
Sl g {Colony) Part4.1.4.2
5. plate 6 15022610:2018 + TSEN 14126
di {Colony) Part4.1.4.2
e 150 22610:2018 + TSEN 14126
6. plate

{Colony Part4.1.4.2
1Y

% Penetration | 0,20 (%} IS0 22610:2018+ TS EN 14126 )

Part4.1.4.2

3 150 22610:2018 + TSEN 14126
1. plate

(Colony) Part4.1.4.2
2. plate 4 150 22610:2018+ TS EN 14126

P {Colony) Part4.1.4.2

Wet Bacterial
5 1S0 22610:2018 + TSEN 14126
2 i . 5

6 | Penetration(5. sample) 3. plate (Colony) Part4.1.4.2
4. plate 5 1S0 22610:2018+ TSEN 14126

‘P {Colony) Part4,1.4.2
5. plate 6 IS0 22610:2018+ TSEN 14126

P {Colony) Part4.1.4.2

FRM:23/rev.02/09.08.201%

Kugikbakkalkoy Mahallesi Yenidogan Caddesi No: 21 Atasehir Istanbul
info@mnalab.comtel: 02165740708 faks: 02165751331
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MNA LABORATORIES

EN [SOIEC 17025,
AB-1183-T
AB-1183-T

M-2020-00575

07.12.2020
TEST REPORT
Report No: M-2020-00575 Date: 07.12.2020 Page: 517 Rev:
Purpose of Analysis SPECIAL REQUEST Brand : CARINE
Sample Type PROTECTIVE GOWN Model : CRM-IGA-400

Sample Send Org.
Manufacturer Name

: AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.S
: AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A'S

Sampler : CUSTOMER

Analysis Date : 30.11.2020
Sample Quantity = 20 pieces
Other informations :
6. olate 5 150 22610:2018+ TSEN 14126
P {Colony Part4.1.4.2
3
R et 1S0 22610:2018+ TSEN 14126
26| P tration(5. | j i
enetration(5. sample) % Penetration | 0,21{%) Part4.1.4.2
Total . 150 22610:2018+ TSEN 14126 PERFORMANC
Penetration% 0.20(%) 15 mie Part4.1.4.2 E LEVEL:1
27 64,17 (Newton} >50 N EN 150 13935-2
28 57,83(Newton) >S50 N ENISO 13935-2
29 72,78 {Newtaon) >S50 N EN1SD 13935-2
Seam Strength RiL FORMEANS
E LEVEL:2
30 63,85 (Newton) >50 N ENISO 13935-2
31 64,23 (Newton) »50 N EN iSO 13935-2
32 66,37 (Newton) >50 N ENISO 13935-2
33 94,54 (Newton) >30 N 15013934-1
34 89,19(Newton) >30N 150139341
35 89,17 (Newton) >30 N 1S013934-1
36 92,77 (Newton) >30 N 15013934-1
Tensile Strength RERGRIGANG
E LEVEL:1
37 92,53(Newton) >30N 150139341
38 42,90(Newton) »30 N 15013934-1
39 41,82 {Newton) >30 N 15013934-1
40 41,92 {Newton) >30 N 1S013934-1

FRM:23/rev.02/09.08.2019

Kagiikbakkalkéy Mahallesi Yenidogan Caddesi No: 21 Atasehir istanbul
info@mnalab.com tel: 02165740708 faks: 02165751331




) MNQ

MNA LABORATORIES

| AB-1183-T

AB-1183-T

M-2020-00575

07.12.2020
TEST REPORT
Report No: M-2020-00575 Date:  07.12.2020 Page: 6 17 Rev:
Purpose of Analysis SPECIAL REQUEST Brand : CARINE
Sample Type PROTECTIVE GOWN Model : CRM-IGA-400

Sample Send Org.
Manufacturer Name
Analysis Date
Sample Quantity
Other informations

AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.$

AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.A.$

30.11.2020
1 20 pieces

.

Sampler : CUSTOMER

41 42,18({Newton} >30 N 150 13934-1
Tensile Strength GERFORRLIAC
E LEVEL:1
42 41,64 (Newton) >30 N i15013934-1
Dry Microbial Penetration BSENISC 22612+ TSEN 14126 PERFORMANC
43 2,04 (log cfu) 2<logcfus3 Partd.1.4.4 E LEVEL:L
BS 150 16604+ TS EN 14126
44 O (PFU/mI) 3,5 kPa Partd.1.4.1
Penetration By Biood-
Borne BS IS0 16604+ TSEN 14126 PERFORMANC
45 Pathogens{Bacteriophag O(PFU/ml) SiSikGa Part4.1.4.1 E LEVEL:3
e}
BS IS0 16604+ TS EN 14126
46 O (PFU/mI) 3,5 kPa Partd.1.4.1
Permeation %40 NaOH 30 min no
PERFORMANC
e .
a7 leak. {ug/cm2 min) >30min IS0 6529 A
Penetration by jet of 2 3 times the maximum
- P
i liguids (Jet Test) 0 {em?) calibration stain ENISO 174518 e
49 | Determination of pH - 6,86 3.5 < Result< 9.5 EN 420+ ALPargRRZ BIEN PASS
A 1SO 3071
Textile
SAMPLE PLACE

FRM:23/rev.02/09.08.201%

Kiictikbakkalkély Mahallesi Yenidogan Caddesi No: 21 Atasehir istanbul
info@mnalab.comtel: 02165740708 faks: 02165751331
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AB-1183-T
M-2020-00575
MNA LABORATORIES 07.12.2020
TEST REPORT
Report No: M-2020-00575 Date:  07.12.2020 Page: 707 Rev:

Purpose of Analysis
Sample Type
Sample Send Org.
Manufacturer Name
Analysis Date
Sample Quantity
Other informations

SPECIAL REQREST

PROTECTIVE GOWN
AYDAG TEDAVI VE SAGLIK HIZ.SAN.TIC.AS
AYDAG TEDAV] VE SAGLIK HIZ.SAN.TIC.AS

30.11.2020

: 20 pieces

Brand : CARINE
Model : CRM-IGA-400

Sampler : CUSTOMER

Operating as an experimental laboratory, MNA Laboratories have beon accredited by TURKAK with AB-1183-T and TS_EN_1SO / IEC_17025: 2017 standard.
Turkish Accreditation Agency (TURKAK) signed a multilateral agreement with the European Accreditation Assoclation (EA) on the recognition of test
reports  and a mutual recognition agreement with the International Laboratory Accreditation Association {ILAC).

* Analysls is under accreditation.

Note :

1. No part of this analysis report can be used alone or separately, and may not be partially copied or reproduced, used to third
parties and as a means of advertising without the written permission of the laboratory.

2. Analysis results are valid for the above mentioned sample sent by MNA Laboratory company / institution / person. i may

not represent the whole.

3. Unsigned and unsealed reports are invalid.

4, This analysis report cannot be used in judicial-administrative procedures and for advertising purposes.

5. Results are valid for the sample as received.

6. The decision rule is the rule that determines how measurement uncertainty is taken into account when specifying the PASS
density fo a specified specification. According to the TLM-052 Decision Rule Implementaticn instruction, the Decision Rule
implementation Method selected in agreement with CUSTOMER is clearly stated in the report.

7. Limit Values are determined by taking from analysis methods.

8. The laboratory is not responsible if the information provided by the CUSTOMER affects the validity of the resuits.

8. Test and / or measurement results, expanded measurement uncertainties (if any) and test methods are given in the following pa
ges, which are the supplementary part of this certificate.

10. Water Repellency Determination Hydrostatic Pressure Determination T $ ISO 811 (Hydrostatic Pressure Tester E / N: 53)
Analysis, Seam Strength EN ISO 13965-2 (Strength Test Device E/ N: 50) Analysis and resistance to liquid chemical permeation TS
EN 659 -A1 Part 3.18 (Liquid Chemical Transfer Device E / N: 107} Analysis is carried out in the conditioning room and ISO 139
PART 3.2

conditions (23 £ 2 ° C temperature and 50 + 4% relative humidity) are applied for ambient conditions.

11. List of phthalates analyzed is helow,

Di-iso-nony| phthalate (DINP), CAS number: 28553-12-0 or 68515-48-0

Pi- {2-ethylhexyl) phthalate (DEHP), CAS number: 117-81-7

Di-n-octyl phthalate (DNOP), CAS number: 117-84-0

Di-iso-decyl phthalate (DIDP), CAS number: 26761-40-0 or 68515.49.1

Butyl benzy! phthalate (BBP), CAS number: 85-68-7

Di-butyl phthalate (DBP), CAS number: 84-74-2

( [l

Erhan [ Tﬁltii.
PPE Laborat t sible

Confirmed
07.12{2029,
Vaolkanl/AKIN

Laboraté Manager

FRM:23/rev.02/09.08.2019

Kirciikbakkalksy Mahallesi Yenidogan Caddesi No: 21 Atasehir istanbul
info@mnalab.comtel: 02165740708 faks: 02165751331
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Bursa Teknoloji Koordinasyon ve Ar-Ge Merkezi

8 68 ISOOF < 1)
e

TEST RAPORU 12801 |

ql

Ef"ﬂ!rd' ot/
Ordinasy®®_~ TESTING REPORT 20210025

08.01.2021 ]

Miisterinin Adi/Adresi . MNA Laboratuvarlar
Cuslomer name/address | Kiigilkbakklakéy Mah. Yenidogan Cad. No:21 Alagehir / {STANBUL
Miisteri Yetkilisi (&4

Cuslomer responsible i | Selin GERGIN
is Girig Numarasi

Sample registration number
Numunenin Cinsi

The type of the sample

: 20210025

Nonwoven

Numunenin Laboratuvara Kabul Tarihi
The date of receipt of the fest item 07.01.2021
Test{ler)in Yapildi@ Tarih Arahd

Date of Test(s) : | 08.01.2021

Numunenin Misteri Tanimlamasi ve Gérseli:
Customer identification of the sample and image Pl B

1. Onitk CRM-IGA-400 - 4 o

Agiklamalar
Remarks

Numune alma iglemi ve numune tanimi mlgteri tarafindan yapilmigtir.
Sampling processing and sample idenfification are made by the cuslomer.

Deney faboratuvan olarak faaliyet gdsteren BUTEKOM A.5. TURKAK’tan AB-1280-T akreditasyon numarasi ile TS EN JSOAEC 17025:2017 standardina gire
akredite edlimigtir. Tiirk Akreditasyon Kurumu {TURKAK) deney raporlanimin tammirigl konusunda Avrupa Akreditasyon Birligi (EA) He Gok Taratll Anlagma
ve Uluslararas| Laboratuvar Akreditasyon Birllgi (ILAC) Iie kargihikh tanima anlagmas) imzalamigtir. Deney velveya slgim sonuglan, k=2 ve %95 gliven
arahi@indaki genigletiimis dlglm belirsizlikleri {olmasi halinde) ve deney metotlan bu raporda verilmigtir.

BUTEKOM A.S. accrediled by TURKAK under AB-1280-T registration pumber for TS EN ISOAEC 170252017 as test laboratory. Turkish Accreditation Agency (TURKAK}
is a signatory to the European co-operation for Accreditation (EA) Multilateral Agreement (MLA} and to the intemational Laboratory Accreditation Cooperation (ILAC)
Mutual Recognition Arangement (MRA) Jor the recognition of test reports. The festing andfor measurement results, k=2 and %95 confidence inlerval uncertainties (if
applicable) and test methods are given on the report

Raporda (T) isaretli clan deney ve analizler TS EN ISOAEC 17025:2017 kapsaminda akreditedir.
Tests and analyzes marked with (T} in the reporl are approved under TS EN ISOAEC 170252017

; ., Mk, Tarih Laboratuvar Sefi {aboratuvar Midird \,’
I Seat Dals The Chief of Laborsfory Managar of Leboralory
: 08.01.2021 Huseyin AYTA Mer YAKI$!K‘
-
4 A »
Fg

Demirtas Dumlupinar OSB Mah, Cigdem 2. Sekak ho:141 16245 Osinangari/BY RS A Tel: 0224 502 16 00 Inx: 0224 502 16 06 info « hurtkom.org
By rapor, biri musteny ¢ ventmek s& dateri de laboratus anka arsislenmek wrere 2 oryinal nusha olarak hanraemguar BLETT KO bu rapune
Turk Ahreditasyon Kuruma yetkibl denctgiten harig uguacu salnstaea gusteremer ve gogabtamar Raporlama sansas Lalan mumuneler 3 vil sunra smha edibie Raporda vonlen
olgum sonuglan, vorum ¢ goruslez sadece belnilen hod memarali nussanelere it olup bagka bir amagla kullalamar Rapor labotatuaon izn olmadan kismen
kopyalanp cogelilamaz Imzasie ve swhursis raparlar geersizdu

BMM-LAR-F-50Res 0224 06 2020 Saylat112



AB-1280-1 -|

2021-0025

08.01.2021 1

|

TEST SONUCLARI
The Results of The Tests

Test Ady/ Test Name: Elektrostatik Ozellikler — Yizey Direnci (T)

ifgili Standart/ Relevant standard: TS EN 1SO 1148-1:2006

Kondisyon Sartlari/ Conditioning parameters: 2341 °C, 255 %RH (14 saat)

Test Parametreleri/ Tast parameters: Test Kogullari: 23+1 °C, 2545 %RH, Uygulanan Voltaj: 100 V, Oiciim Siresi: 15 s,
Test Ormedi: 5 adet, On iglem; Uygulanmad

Numune Kodu Onlitk CRM-1GA-40 _-‘

Yiizey Direnci, (Rs} 3,6x10°Q

Test Ady/ Test Name: Elektrostatik Ozellikler - Yiik Zayiflamasimn Olgiilmesi (T)

ligili Standart/ Relevant standard: TS EN 1149-3:2004, Method 2

Kondisyon Sartlary Conditioning parameters: 23+1 °C, %2515 RH (14 saat)

Test Parametreleri/ Test paramelers: Test Sartlan: 2311 °C, %255 RH, Test Grnegi: 3 adet, On lglem: Uygulanmad

Numune Adl Onlilk CRM-1GA-40

Parametreler 1.0rnek 2.0rmek 3.0rmek Ortalama

Kalkanlama Faktérii
Shielding Factor, S | 022 0.28 D28 0,28
Yarilanma Siresi 0,05 0,04 0,05 0,05

1 i

Half Decay Time, 15, S

“Sizlerle en st dilzeyde olugmasina Hzen gbsterdigimiz tarafsiz, glivenilir hizmet ve memnuniyetinizin saglanabilmesi adina
BUTEKOM web sitemizde yer alan ‘BUTEKOM L aboratuvarlan Miigteri Memnuniyeti Anketimizi’ doldurmamizs rica ederiz."
“We kindly ask you to fill out our 'BUTEKOM Laboratories Custormer Salisfaction Survey” on our BUTEKOM website in order to provide

an objective, reliable service and satisfaction that we take care to reach at the highest ievel with you "

Testi Yapan/Yapanlar Laboratuvar Sorumlusu
Test Technician(s) Laboratory Responsible

Demirtng Dumlyumar OSB Moh. {ikdem 2. Sokak No:1/d 16245 OsmongaziBL REA Tel: 0224 202 16 00 Fax; 0224 508 16 06 infu e Fuleham.org
his repoit has heed prepared n teo oneinaly wne o be goen o 1he e and Lhe other o be archived in 1 Tabocaton
BU TEROM does not shon o tepraduce 1ns report to thad parties exeept authonsed auditors vl Twhish Accreddation Agency  The remawn amples afler tw re)
destroved akier 3 vears The measmement 1osslts. comments and opiaions given in Wi repon belong otilt 1o (e samgles with the vods rumbor specified and can sot e
fur amy other purpase The report can oot e parially coped and duplicated withot the permissiun of e Dlotators U pstuned and unsealed reports are v aled
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